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We study the influence of off-resonant two photon transitions on high precision measurements 
with atom interferometers based on stimulated Raman transitions. These resonances induce a two 
photon hght shift on the resonant Raman condition. The impact of tliis effect is investigated in two 
highly sensitive experiments: a gravimeter and a gyroscope-accelerometer. We show that it can lead 
to significant systematic phase shifts, which have to be taken into account in order to achieve best 
performances in term of accuracy and stability. 



I. INTRODUCTION 

In the field of atom interferometry, the improving sensitivity of inertial sensors [J, [2, S, 3 is paving the way for many 
new applications in geophysics, navigation and tests of fundamental physics. Most of these experiments are based 
on Raman transitions Q to realize beamsplitters and mirrors, which manipulate the atomic wave-packets. Among 
others, this technique has the advantage of an internal state labelling of the exit ports of the interferometer 0], 
enable an efficient detection methods. Moreover, the atoms spend most of the time in free fall, with very small and 
calculable interactions with the environment. The inertial forces are then determined by the relative displacement of 
the atomic sample with respect to the equiphases of the laser beams, which realise a very accurate and stable ruler. 
This makes this technique suitable for high precision measurements, as required for instance for inertial sensors and 
for the determination of fundamental constants 0, H, S [13, [HI ■ 

A limit to the accuracy and the long term stability of these sensors comes from wave-front distortions of the laser 
beams. This wave-front distortion shift appears directly on the signal of an interferometer when the atoms experience 
different wave-fronts at each Raman pulse. This effect thus depends on the actual trajectories of the atoms, so that a 
precise control of the initial position, velocity and temperature of the atomic clouds is required p^ . [l3| . A convenient 
technique to reduce this bias is to minimize the number of optical components in the shaping of the two Raman 
laser beams and by implementing them in a retro-reflected geometry P, [3, [3] . Indeed, as long as the two beams 
travel together, wave-front aberrations are identical for the two beams and thus have no influence on their phase 
difference. This geometry also provides an efficient way to use the k reversal technique, which allows to diffract the 
atomic wavepackets in one or the opposite direction and thus to separate effects of many major systematic errors such 
as gradients of magnetic fields or light shifts The main drawback of this geometry arises from the presence of 
off- resonant Raman transitions, which induce a light shift on the resonant Raman transition and thus a phase shift 
of the atom interferometer. 

In the following, we investigate this effect called two photon light shift (TPLS) We first show that the TPLS 
arises from several off-resonant transitions and evaluate each contribution. We then derive the impact onto the 
phase of an atom interferometer and use our gravimeter and gyroscope-accelerometer for quantitative comparisons. 
In particular we measure the systematic shifts and we investigate the influence on the long term stability. The 
study demonstrates that the precise control of experimental parameters, in particular the Raman laser intensities and 
polarisations, is needed to reduce the influence of this effect for such interferometers. 
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FIG. 1: Scheme of our Raman laser setup, a) Scheme of the Raman transition between the two hyperfine ground states of an 
alkaline atom, b) Implementation of the Raman laser beams. The two Raman lasers of orthogonal polarisations are guided 
to the experiment through the same polarization maintaining fibre. The two lasers are represented respectively by the solid 
and dashed lines. The lasers go through a first quater-wave plate (A/4), cross the experiment and are refiected by a mirror, 
crossing twice a second quater-wave plate. The wave-plates are set in such a way that counter-propagating Raman transitions 
are allowed but co-propagating Raman transitions are forbidden. 



II. LIGHT SHIFT DUE TO OFF-RESONANT RAMAN TRANSITIONS 



A. Raman Spectroscopy 

The two experiments are using different alkali-metal atoms: ^^Rb in the case of the gravimeter and ^^'^Cs in the 
ease of the gyroscope. As hyperfine structures, transition selection rules and Raman laser setups are similar (see 
figure [T|), their results can be compared easily. The Raman transitions couple the two hyperfine ground states of the 
alkahne atom (labeUed \g) and |e)) via an intermediate state (labeUed \i)) and two lasers with frequencies (labelled 
LUi and UJ2) detuned by on the red of the D2 hne. During the interferometer sequence, a bias magnetic field is 
applied along the direction of propagation of the Raman laser beam to lift the degeneracy of the magnetic sublevel 
manifold. The two Raman lasers are overlapped with orthogonal linear polarisations and delivered within the same 
polarisation maintaining optical fiber to the vacuum chamber. After the fiber, the Raman beams pass through a 
quarter-wave plate to convert the initial linear polarisations into circular polarisations, noted a\~^ for the Raman laser 
at the frequency uji and (Jg" for the orthogonal polarisation at uj2- These beams are then retro-reflected through a 
quarter- wave plate to rotate the polarisation of each beam into its orthogonal polarisation (cr^'^, (Ji^)- 

For rap = to mp = transitions, there are two pairs of beams {a~^ /a^ and a~ /a~), which can drive counter- 
propagating Raman transitions with effective wave- vectors ±keff = ±(ki— k2). Then, the ground state \g, p) is coupled 
with the excited state |e, p -I- ?ikeff) by the pair of Raman laser {(J^^ /a2^) and to the excited state |e, p — hkcs) with 
the pair of Raman laser (a^Y'^'r'^)- 

We use the Doppler effect to lift the degeneracy between the two resonance conditions. Indeed, if the atoms have 
a velocity in the direction of propagation of the Raman lasers, the Doppler shifts are of opposite sign for the two 
counter-propagating transitions. The resonance condition for each of these couplings is Acjiascr = 0^0 + ^1. ± wd, where 
loq is the hyperfine transition frequency, hto,- = hk^ff/2m is the recoil energy and ujb = — koff.v the Doppler shift 
due to the atomic velocity v in the reference frame of the apparatus. Consequently, the detuning between the two 
resonances is 2lu-£), therefore we can discriminate between the two transitions when the Doppler shift is large enough 
compared to the linewidth of the Raman transition. This linewidth is characterised by the effective Rabi frequ ency 
fieff, which depends on the product of the two Raman lasers intensities and inversely to the Raman detuning A,; jl5| . 

In this first part, we use the gyroscope-accelerometer experiment described in detail in The experiment has 
been performed with a cloud of cold Caesium atoms (1.2 fJ-K) prepared initially in the \F = 3,mF = 0) state. The 
atoms are launched at 2.4 m.s~^ with an angle of 8° with respect to the vertical direction. The Raman lasers are 
implemented in the horizontal plane with a 6° angle with the normal of the atomic flight direction. Thus, to select 
only one Raman transition for the interferometer, the frequency difference between the two Raman lasers can be 
tuned to be resonant with either the -|-fccff or the — fcoff transition. 

Figure [2] shows the transition probability as a function of the detuning of the Raman transition with respect to the 
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FIG. 2: Transition probability as a function of the frequency difference between the two Raman lasers when the atoms have 
a non-zero velocity in the direction of propagation of the Raman laser beams. The frequency is referenced to the microwave 
hyperfine transition (wo)- The data have been recorded with laser parameters corresponding to a tt pulse of 135 ^s duration. 
Lines (1,1') correspond to the two counter-propagating transitions, line 2 to the copropagating transition between the two 
niF = states and lines 3 to the copropagating magnetic sensitive transitions. 



hyperfine transition frequency. One can identify the two velocity selective counter-propagation transitions (labelled 
1 and 1'); whose widths reflect the velocity distribution of the atomic cloud. In addition to the counter-propagating 
transitions, we observe transitions due to residual co-propagating Raman coupling, also detuned from resonance by a 
Doppler shift (lines 2, 3 and 3'). When the frequency difference of the Raman lasers is tuned to be resonant with one 
of the counter-propagating transitions, the second counter-propagating transition and the co-propagating ones induce 
a light shift (TPLS) on the selected Raman transition used for the interferometer. 



B. Frequency shift due to the 2nd pair of Raman laser beams 



The TPLS is the differential shift between the two atomic levels corresponding to the atomic states \g,p) and 
|e,p± Kkcs) involved in the atomic interferometer. The energy of the state \g,p) is shifted of Eg by the off-resonant 
\g, p) ^ |e, p =F ^koff) transition detuned by ±2a;D (cq. [T]), while the energy of the state |e, p ± ?ikoff) is shifted of Se 
by the off-resonant |e,p ± Tikcs) <-> |ff,P T 2?ikoff) transition detuned by ?i(^2a;D + iujr) (eq. [2|). The two levels are 
shifted in opposite directions as illustrated in figure [Sj here for the case of a Raman transition resonant with +koff. 




FIG. 3: Scheme of the effect on the non-resonant coupling on the two atomic states \g,p) and |e,p + hkatt) involved in the 
atomic interferometer. The two states are coupled together through the selected Raman transition (-|-k in this particular case). 
But each state is also coupled to an other one, through an off-resonant Raman transition of opposite wave-vector. 

TPLS corrections arc calculated from fourth order perturbation theory. In the case of our system, the level shifts 
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Eg and £e for a ik^s interferometer are given by: 

^ 4 (2a;D) 
= ^4(±2coJ+4L^r)' 

where flgg is the effective Rabi frequency corresponding to counter-propagating Raman transitions. Thus, the shift 
of the resonance condition depends on the sign of direction of the selected Raman laser pair (i.e. ifceg), quadratically 
on the Rabi frequency and inversely to the Doppler detuning: 



(3) 
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1. Variation with Hcfi 



The frequency shift is measured from fits of the spectrum lines, as displayed in figure [H with different Raman 
intensities (ri^fj is proportional to the product of the intensity of the two lasers). Note that we discriminate it 
from the shifts independent of kpff, like quadratic Zecman effect or AC Stark shift, by alternating measurements 
-|-fcoff and — fcoff, leading to a differential determination of the effect. The difference in the resonance condition 
Aw = 2fccffW + 2(5ti;(TPLS) depends only on the TPLS and the Doppler effect. The Doppler effect does not depend on 
the Rabi frequency and can be determined by extrapolating Aw to f2eff = 0. The results of these measurements are 
displayed in figure 2] as a function of fi^fj. The curve clearly shows the quadratic dependence of the frequency shift 
with fieff- For this experimental configuration the Doppler shift was 85 kHz, and the value of <5w(tpls) for the largest 
rieff (Stt X 27 kHz at the center of the beam) is 2.1 kHz in good agreement with the expected 2.4 kHz. 




FIG. 4: Variation of tlie frequency shift of the counter-propagating Raman transition versus the square of the Rabi frequency. 
The Rabi frequency is controlled by changing the Raman laser intensities. 



2. Position dependance in the Raman laser beams 

The laser beams have a Gaussian shape, with a 15 mm waist (radius at 1/e^ in intensity). In order to evaluate the 
phase shift, we first measure the TPLS for different atomic positions by scanning the resonance along their trajectory. 
As the Raman beam are horizontal, the Doppler shift is constant for the three pulses and the TPLS varies only with 
the Raman laser intensity. Figure [5] displays the measured TPLS, proportional to the laser intensity, which follows 
exactly the Gaussian profile of the laser beams. 
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FIG. 5: Variation of the two photon light shift with the position in the Gaussian beam of the Raman lasers. The dots correspond 
to the measurement of the shift and the line to the fit of the data by a Gaussian function. 



C. Frequency shift due to the co- propagating transitions 

In an ideal experiment, with perfect circular polarization and a Raman detuning Ai large compared to the hyperfine 
structure of the intermediate state (201 MHz in the case of the Caesium atom), co-propagating transitions are 
forbidden. In a real experiment, with imperfect polarization and/or finite Raman detuning, co-propagating transitions 
are slightly allowed, and will lead to additional TPLS. 

1. TPLS induced by mp = to mp ~ co-propagating transitions 

Imperfect polarization leads to a residual combination of / a 2 ^-iid (Ji / in the co-propagating beams and allows 
coupling between nip = Q states. As the momentum exchanged ?ikofr ~ ?i(k;i — k2) — 0, the Doppler and recoil effect 
are negligible and the resonance condition is Awiascr = (line 2 of figure [2|) . The Rabi frequency corresponding 
to the transition Amp = is determined experimentally using the residual co-propagating transition probability, 
P = 0.1 at full Raman laser power. It gives |^ = 5, which can be explained by an error of linear polarization of 
one of the Raman laser of 2% in power. The detuning of this transition, compared to the two counter-propagating 
transitions, depends on the Doppler and recoil shift: 

5c.™pLs±) ^ \ ^ (4) 
For ojd = 27r X 85 kHz and fioff ^ 27r x 27 kHz we find an effect due to this coupling smaller than 100 Hz. 

2. TPLS induced by mp ~ to mp — ±2 co-propagating transitions 

The second source of residual co-propagating transitions stems from the coupling of mp ~ 0) \F' , mpi ^ ±2) 
by the co- propagating Raman laser pairs (crj'",(T^) and ((Tj",(t^). Because of the hyperfine splitting in the intermediate 
state, there are two paths for the Raman transition. Both transitions interfere destructively when the detuning 
compared to the intermediate state is larger than the hyperfine splitting of the intermediate state, and so in 
this case the transition strength is zero. However, in our experimental set up, with A; ~ 27r x 780 MHz and the 
Ahfs = 27r X 201 MHz the ratio between the Rabi frequency of counter-propagating transitions f2cft and the Rabi 
frequency of the co-propagating Amp = ±2 transition ilo2 is 6.1, leading to a transition probability of 6.4 % in good 
agreement with the experimental value (see figure [2]). These transition resonance conditions depend on the magnetic 
field amplitude as Awiaser = woi2ai3, where a = 27r x 350 kHz/G for Caesium. With a calculation similar to the one 
used to obtain eq[31 we deduce the two photon light shifts <5w°^pj^g^^ induced by the magnetically sensitive transitions 
for the ibfcoff case to be: 
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The first term in eq. [5] is due to the coupling with \F',mF' = +2) whereas the second term is induced by the 
coupling with \F' , iripi = —2). It is clear from eq. [5]that a residual magnetic contribution appears in the half difference 
and creates a magnetic sensitivity in addition to the standard quadratic Zeeman effect. This contribution to the two 
photon light shift is measured by changing the bias field in the Raman interaction zone. Using the differential method 
previously described, we show in figure [5] the variation of the total TPLS with the bias field. The resonance around 
130 mG corresponds to the case where a magnetic co-propagating transition and the counter-propagating transition 
are resonant simultaneously. Previous measurements have been performed with a 31 mG magnetic field bias. 
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FIG. 6: Variation of tfie two pfioton light shift versus the bias magnetic field. A resonance appears when the Zeeman shift 
equals the Doppler shift. 



III. IMPACT ON THE INTERFEROMETER PHASE SHIFT 



A. Theoretical derivation of the phase shift 

In the following we will consider interferometers constituted of three Raman pulses in a 7r/2 — tt — 7r/2 sequence. If 
the TPLS is constant during the interferometer it is equivalent to a fixed frequency shift of the Raman transition. In 
that case. It is well known that no phase shift is introduced in the interferometer. On the contrary, a fluctuation of 
the TPLS during the interferometer sequence leads to a phase shift given by: 

/ + OC 
g{t)6u)TPLs{t)dt. (6) 

where g{t) is the sensitivity function of the atom interferometer, defined in [l3|- 



1. Case fioffT = vr/2 

In the case where the interaction pulses are short enough that one can neglect the variation of the TPLS during 
the pulses, and that the area of first and last pulse fulfils the ricffT = 7r/2 condition, the two-photon interferometer 
phase shift can be approximated by: 



/ '^^TPLS '^^TPLS 1 f'7\ 
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where i^xPLS ^off TPLS and the Rabi frequencies of the i-th pulse, respectively. One might notice that the 

frequency shift during the tt pulse does not contribute to the interferometer phase shift. Moreover, as all components 
of the TPLS, counter-propagating and co-propagating terms, increase as the square of the Rabi frequencies, the 
interferometer phase shift scales linearly with the Raman laser power. 

In the limit where the co-propagating transitions are negligible (perfect polarization and very large Raman detuning) 
and the dominant source of TPLS is due to the counter-propagating transition, the phase shift of the interferometer 
can be simplified as: 



q(1) o(3) \ 

jf,counter / oft eft 1 fQ\ 



where S}) is the Doppler shift for the i-th pulse. 

2. Case flcBT ^ -it/2 

More generally, the interferometer phase shift can be calculated when the tt/2 pulse condition is no longer fulfilled. 
This appears when the Rabi frequency drifts due to changes in power or polarization of the Raman lasers. Generalising 
the formalism of the sensitivity function to the case where f2offT 7^ 7r/2 allows deriving the interferometer phase shift: 



$TPLS - %Eiatan' 
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■^^i^tan ' 



(9) 



Usually, the Rabi frequencies and pulse durations can be taken equal for the first and the last pulses; the expression 
of the interferometer shift is then: 



As before, for a dominant counter-propagating transition, the previous expression can be simplified to: 

I ]_ K f ^effT 



$¥5?Lr'- = f^cft I ^ - ^ ) tan ( ^ ) (11) 



An other aspect of the influence of the TPLS on the atomic phase shift concerns the stability of the experiment 
versus the experimental parameters fluctuations, in particular the Raman laser power. As Rabi frequency fluctuations 
are small in relative values (typically smaller than 10 %), we can develop eq. [TT]to first order in Sfles close to the 
usual conditions ilcffT = 7r/2 and find: 

<5$TPLS = (1 + J) ^<f>TPLS (12) 

Similar calculations may be derived to extract the dependance on the duration of the pulse or the Doppler detuning. 
As the stability of the latter parameters is much better controlled in cold atom interferometers, no measurable influence 
on the short term stability of the interferometer is expected. 

B. Case of a gravimeter 

We first consider the case of the gravimeter developed at SYRTE and described in detail in [3, [l^. In this 
compact experimental set-up, cold atoms are trapped in a 3D MOT in 60 ms and further cooled during a brief 
optical molasses phase before being released by switching off the cooling lasers. During their free fall over a few 
centimetres, the interferometer is created by driving the Raman laser in the vertical direction, with pulses separated 
by free evolution times of T = 50 ms. The first Raman pulse occurs 17 ms after releasing the atoms. The Doppler 
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FIG. 7: Variation of the gravimeter phase shift due to the two photon hght shift versus the Rabi frequency ratio, keeping the 
pulse area constant. To remove drifts from other sources, the phase shift is measured in a differential way by changing the Rabi 
frequency up to 40 kHz, which is the maximum available. The dotted hne is a linear fit of the shifts. 

shift at the first pulse is thus relatively small, about 400 kHz, and gets large, about 3 MHz, for the last pulse. With 
a Rabi frequency of 40 kHz, this leads to a TPLS of about 22 mrad for counter-propagating transition. Following 
the method of paragraph III C[ we find a 11 mrad for co-propagating ones. This corresponds to a large shift for the 
gravity measurement of about 8.10~^g. 

To measure the bias on the atomic interferometer phase due to TPLS, we exploit its dependence with the Rabi 
frequency. The principle of this measurement is based on a differential method, where one performs an alternating 
sequence of measurements of the interferometer phase with two different Rabi frequencies f2eff and S^gff' keeping the 
areas of the pulses constant by changing the duration of the pulses r. The Rabi frequency is modulated with the power 
of the Raman lasers. In practice, the differential measurement is performed by alternating sequences of measurements 
with four different configurations : (Slcff , -f fcoff), {^cS, —kcs), {^'^g, +kce) and {Q'^g, —kcs). After averaging for 5 
minutes, we extract the difference of the TPLS between the two Rabi frequencies with an uncertainty below 1 mrad. 
This measurement was repeated for various ri^g, keeping f2eff fixed. The phase differences are displayed in figure [7] in 
according to the ratio of the Rabi frequency il'^g/flcs- The results clearly demonstrate the linear dependence of the 
phase shift with the Rabi frequency. The fit of the data allows to extract a 32 mrad shift, in very good agreement 
with the expected value (33 mrad), deduced from eq. [7l Deviations from the linear behavior and discrepancies (up 
to ±10%) between different measurements that correspond to the same ratio cannot be explained by uncontrolled 
fluctuations in the Rabi frequencies, as the simultaneous monitoring of the laser intensities showed stability at the 
per cent level during the course of the measurements. We demonstrated that these fluctuations were correlated with 
changes of the polarization of the Raman beams, which modulate the contribution to the phase shift of the undesired 
co-propagating transitions. 

We perform a complementary measurement by changing the duration of the first and last pulse simultaneously, 
while keeping f2eff constant. The acquisition is performed with a similar differential method than previously, but now 
alternating between different pulse durations and a pulse duration of 6 /is, when the 7r/2 pulse condition is fulfilled. 
The data are then shifted by the bias deduced from previous measurements with t ~ 6 /js (result of figure [7]) and 
displayed in figure [8] . Using eq. [101 the fit of the data gives a Rabi frequency of 39 kHz , in very good agreement 
with the expected value (42 kHz). A small deviation appears for long pulse durations when the areas of each of the 
two pulses is close to tt. 

In the case of our gravimeter, where cold atoms arc dropped from rest, the TPLS is very large, almost two 
orders of magnitude above the pursued accuracy. In principle, this effect can be measured accurately by alternating 
measurements with different Rabi frequencies. But, it seems desirable to decrease the effect by operating with lower 
Rabi frequencies, the drawback being an increased velocity selectivity of the Raman pulses. A more stringent velocity 
selection, or smaller temperatures, are then required in order to preserve a good fringe contrast. In the case of a 
fountain gravimeter, where the atoms are launched upwards at a few m/s, the Doppler shift at the first and last pulse is 
much larger, considerably reducing this effect. For the parameters of the Stanford gravimeter [l| (long pulse duration 
of 80 /is and time between pulses of 160 ms), we find a phase shift of 0.8 mrad, which corresponds to 2.10~^'^g. 
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FIG. 8: Variation of the gravimeter phase due to the two photon light shift versus the pulse duration ratio, keeping the the 
Rabi frequency constant (40 kHz). To remove drifts from other sources, the phase shift is measured in a differential way with 
respect to the optimum pulse duration (6 /.is). The line corresponds to the calculated shift. 

C. Case of a gyroscope-accelerometer 

In the case of the gyro-accelerometer, the mean velocity of the wave-packet is not collinear with the effective Raman 
wave vector. Consequently, the atomic phase shift measured with the interferometer is sensitive to the rotation rate 
il in addition to the acceleration a. As in the case of the gravimeter, the atomic phase is shifted by the TPLS and 
by other systcmatics (labelled $o)- for instance the phase shift induced by the laser wave- front distortions The 
total phase shift is expressed by : 

$ = keff • aT^ + 2keff • V X + $0 + $TPLS (13) 

Our gyroscope-accelerometer uses a double interferometer with two atomic clouds following the same trajectory but 
with opposite directions to discriminate between acceleration and rotation phase shifts. Moreover, our experiment is 
designed to measure different axis of rotation and acceleration according to direction of propagation of the Raman 
laser beams. We will illustrate the impact of the TPLS on the interferometer in the configuration where the Raman 
lasers are directed along the vertical direction. 

The measurement is realized in the same way than for the gravimeter experiment by comparing atomic phases with 
high and low Rabi frequency, changing the Raman laser power but keeping the pulse duration constant to 7.6 /iS. 
In order to enhance the TPLS signal we decrease the time between pulses to 20 ms. Indeed, the Doppler effect is 
reduced and the available laser power on the side of the Gaussian laser profile is increased. The first pulse occurs 15 
ms before the apogee and the third 25 ms after the apogee, corresponding respectively to a Doppler shift of about 
Wq-* = 27rx344 kHz and uj'^^ = 27rx574 kHz. The Rabi frequency for each pulse is approximately 33 kHz, then the 
TPLS expected from eql7]is about 38 mrad for each interferometer. As this shift is similar for the two interferometers 
when the two atomic clouds perfectly overlap and experiment the same TPLS, it bias the acceleration signal only. 
Figure [H] displays the variation of the acceleration and rotation signals with the Rabi frequency Acceleration shift 
(squares) varies in a good agreement with expected shift (continuous curve) calculated from eq. [51 Rotation shift 
(circles) shows no dependance on the Rabi frequency and illustrates that the rejection from the acceleration signal is 
efficient. Nevertheless, fluctuations from expected behaviour are clearly resolved and repcatablc. We attribute these 
deviations to wave-front distortions of the Raman laser beams. Indeed, when the atomic trajectories do no perfectly 
overlap, a residual bias appears on the rotation due to unperfected cancellation. This bias depends on the details of 
the wave-front distortions weighted by the actual atomic cloud distributions, and is modified when the Rabi frequency 
is changed. In the usual conditions, with interrogation time of 80 ms, the acceleration shift is reduced to about 12 
mrad thanks to the increase of the Doppler shift and reduction of the Rabi frequency on the side of the Gaussian 
Raman beams. 

We finally estimate the impact of the Raman laser power fluctuations on the stability of the rotation signal in usual 
conditions (interrogation time of 80 ms). We performed a complementary measurement by recording the interferometer 
signal and the Raman laser power in the same time when applying a modulation of the laser powers of 10%. The 
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FIG. 9: Variation of the rotation and acceleration phases (resp. circles and squares) due to the two photon light shift versus the 
Rabi frequency ratio, keeping the pulse duration constant (7.6 ^s). Acquisitions have been recorded for a total interaction time 
between the first and the last pulse of 40 ms. To remove drifts from other sources, the phase shift is measured in a differential 
way with respect to the maximum Rabi frequency available at the location of the 7r/2 pulses (33 kHz). The line shows the 
calculated shift for acceleration signal. 

modulation is applied by attenuating the radio- frequency signal sends to the acousto-optic modulator used to generate 
the Raman pulses. The power of the lasers was recorded during the third pulse thanks to a photodiode measuring the 
intensity on the edge of the laser beams. We found a small dependance of the rotation signal on the power fluctuation 
of 6.10^^ rad.s^^/%, which can limit the long term stability of the gyroscope. As no dependance was expected, we 
attribute it again to non perfect superimposition of the two atomic clouds trajectories, leading to a different Rabi 
frequencies experienced by the two clouds. 

IV. CONCLUSION 

We have shown that the use of retro-reflected Raman lasers in atom interferometers induces off-resonant Raman 
transitions, which have to be taken into account in order to achieve best accuracy and stability of interferometers. 
We have first quantitatively evaluated the effect on the resonance condition for each off-resonant line: the other 
counter-propagating transition, which can not be avoided in the retro-reflected design, and co-propagating transitions 
arising mainly from imperfections in the polarisation. Then, we have measured the impact of this two photon light 
shift on the phase of two atom interferometers: a gravimeter and a gyroscope. In particular, we show that this shift is 
an important source of systematic errors for acceleration measurements. Nevertheless, it can be measured accurately 
by modulating the Raman laser power and/or the pulse durations. Our study has also shown that it can impact the 
stability of the two sensors if the polarization and/or the power of the Raman lasers fluctuate. 

The TPLS appears as a drawback of using retro-reflected Raman laser beams. But, as it can be well controlled, it 
does not reduce the benefit from this geometry, whose key advantage is to drastically limit the bias due to wave-front 
aberrations, which is larger and more difficult to extrapolate to zero. 

This study can be extended to other two photon transitions (like Bragg transitions) and to other possible polar- 
ization configurations (when using linear instead of circular polarizations), when using the Doppler effect to select 
the transition. If the signal is generated from the subtraction of the phase shifts of two independent atomic clouds, 
e.g. gradiometers or gyroscopes, perfect common mode rejection, is required to suppress this effect. In our case this 
means a perfect overlap of atomic trajectories. 

Finally, the two photon light shift can be drastically reduced by increasing the Doppler effect and/or using colder 
atoms, allowing to reduce the Rabi frequency during the Raman pulses. By contrast, for set-up with intrinsic small 
Doppler effect, as for space applications [H, [T^, this effect becomes extremely large and has to be taken into account 
in the design of the experiment. 
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